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Troubleshooting 1, Vacuum Problem
 For not able to vacuum the chamber,

First, loosen the Hex Nut.

Second, secure the lock set(towards inside). This will help secure the chamber door.
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 If it did not working, please add some nut gasket at the glass rack (located
inside the door.)

NUT GASKET


