How to measure small crystal components by DX-100 X-ray  Orientation Machine

(1) Glue two flat glass plates (1” length x 2 mm thickness) together as Fig.1,  

(2) Put one lay “rubber clay” on the glass as Fig. 2, 

(3) Put small sample 3x3 mm crystal component  on “rubber clay” , and  make sample surface flat to glass plate as Fig. 3

(4) Make alignment and let X-Ray beams to sample ( Fig.4
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